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A B S T R A C T
With the advent of time-of-ﬂight (TOF) PET scanners, joint maximum-likelihood reconstruction of activity and
attenuation (MLAA) maps has recently regained attention for the estimation of PET attenuation maps from
emission data. However, the estimated attenuation and activity maps are scaled by unknown scaling factors. We
recently demonstrated that in hybrid PET-MR, the scaling issue of this algorithm can be effectively addressed by
imposing MR spatial constraints on the estimation of attenuation maps using a penalized MLAA (P-MLAAþ) al-
gorithm. With the advent of simultaneous PET-MR systems, MRI-guided PET image reconstruction has also gained
attention for improving the quantitative accuracy of PET images, usually degraded by noise and partial volume
effects. The aim of this study is therefore to increase the beneﬁts of MRI information for improving the quanti-
tative accuracy of PET images by exploiting MRI-based anatomical penalty functions to guide the reconstruction
of both activity and attenuation maps during their joint estimation. We employed an anato-functional joint en-
tropy penalty function for the reconstruction of activity and an anatomical quadratic penalty function for the
reconstruction of attenuation. The resulting algorithm was referred to as P-MLAAþþ since it exploits both activity
and attenuation penalty functions. The performance of the P-MLAA algorithms were compared with MLAA and
the widely used activity reconstruction algorithms such as maximum likelihood expectation maximization
(MLEM) and penalized MLEM (P-MLEM) both corrected for attenuation using a conventional MRI segmentation-
based attenuation correction (MRAC) method. The studied methods were evaluated using simulations and clinical
studies taking the PET image reconstructed using reference CT-based attenuation maps as a reference. The
simulation results showed that the proposed method can notably improve the visual quality of the PET images by
reducing noise while preserving structural boundaries and at the same time improving the quantitative accuracy
of the PET images. Our clinical reconstruction results showed that the MLEM-MRAC, P-MLEM-MRAC, MLAA, P-
MLAAþ and P-MLAAþþ algorithms result in, on average, quantiﬁcation errors of 13.5 ± 3.1%, 13.4 ± 3.1%,
2.0 ± 6.5%, 3.0 ± 3.5% and 4.2 ± 3.6%, respectively, in different regions of the brain. In conclusion, whilst
the P-MLAAþ algorithm showed the best overall quantiﬁcation performance, the proposed P-MLAAþþ algorithm
provided simultaneous partial volume and attenuation corrections with only a minor compromise of PET
quantiﬁcation.
1. Introduction
Following the successful combination of positron emission tomogra-
phy (PET) and x-ray computed tomography (CT), integrated PET and
magnetic resonance imaging (MRI) has recently been introduced in
clinical practice to further increase the advantages of multimodality
imaging, since MRI provides superior soft tissue contrast and comple-
mentary functional information to PET molecular imaging data
compared to CT. Moreover, the quantitative accuracy of PET images,
usually degraded by noise, partial volume effect (PVE) and motion
blurring, can be improved by using MRI anatomical and motion-tracking
information (Zaidi and Becker, 2016). In addition, the MRI does not
impose additional radiation dose to the patient, which is of high
importance in follow-up and paediatric imaging. However, the added
beneﬁts of combined PET-MR scanners come with the challenges of
mutual compatibility of PET and MRI subsystems and the attenuation
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correction (AC) of PET data.
With the advent of avalanche photodiodes (APDs), the mutual in-
compatibility of PET and MRI systems has now been reasonably
addressed (Delso et al., 2011) and even fully integrated time-of-ﬂight
(TOF) PET-MR scanners have been introduced thanks to fast silicon
photomultipliers (SiPMs) (Levin et al., 2016). However, PET attenuation
correction in PET-MR systems has still remained a challenge. In these
systems, attenuation maps should ideally be derived from MR images,
however, the conversion of MR image intensities to PET attenuation
values is not as straightforward as in CT images, as they reﬂect the proton
density and magnetic relaxation times of tissues rather than their photon
attenuating properties. In addition, tissues with low proton density and
short transverse relaxation (T2) times such as air and bone cannot be
simply differentiated using clinically feasible MRI sequences. Hence, a
number of different attenuation map generation methods has been pro-
posed (Ladefoged et al., 2016; Mehranian et al., 2016b), including:
MR-segmentation methods (Martinez-M€oller et al., 2009; Zaidi et al.,
2003), atlas-based and machine learning methods (Arabi and Zaidi,
2016; Burgos et al., 2014a) and emission-based methods (Salomon et al.,
2011). In current PET-MR scanners, segmentation methods are the most
widely used AC methods that aim to segment the MR images into a
number of tissue classes (i.e. air, soft tissue, fat tissue, lungs and if
possible bones) and to assign representative PET attenuation values to
each class. In brain imaging, dedicated MRI sequences such as ultra-short
and zero echo time (U/ZTE) have been developed to segment and include
bones in the generated attenuation maps (Keereman et al., 2010; Wie-
singer et al., 2016). Currently, the Siemens APD-based PET-MR (mMR)
scanner provides an optional dual UTE MR sequence for bone segmen-
tation, however, these sequences are too time-consuming to be used in
the clinic (around 4 min for the brain) but can provide high quality im-
ages enabling accurate and artefact-free bone segmentation (Aasheim
et al., 2015). The atlas-based methods aim at generating a pseudo CT
image by registration of multiple MR-CT pairs (atlas) to the subject's MR
image and predict CT Hounsﬁeld units using a variety of methods ranging
from a simple averaging of the registered CT images to patch-based
Gaussian regression methods (Hofmann et al., 2011). These AC
methods have shown promising results in brain PET attenuation
correction, since atlas registration is fairly accurate for the brain
compared to whole body. Hence, the GE SiPM-based TOF PET-MR
(SIGNA) scanner has implemented a clinical atlas-based AC method for
brain PET-MR scans (Sekine et al., 2016a). The success of these methods
however may depend on the employed atlas, in terms of the number, age
group and gender of includedMR-CT pairs, hence the SIGNA scanner also
provides an optional ZTE-based bone segmentation method (Sekine et al.,
2016b). Following the rebirth of TOF PET technology, the
emission-based ACmethods has regained popularity for the estimation of
attenuation maps from PET emission data using the maximum likelihood
reconstruction of activity and attenuation (MLAA) algorithm (Rezaei
et al., 2012). These AC methods are especially promising for PET-MR
systems where the employed attenuation maps are not patient speciﬁc
(e.g. in the presence of metallic implants (Mehranian et al., 2016b)).
However, both experimental and theoretical studies have shown that the
MLAA reconstructed attenuation and activity maps suffer from an un-
known scaling factor (Defrise et al., 2012). Nonetheless in PET-MR im-
aging, we previously demonstrated this scaling issue can be effectively
addressed using MR-constrained Gaussian penalty functions (Mehranian
and Zaidi, 2015b), which can facilitate the application of these new AC
methods in clinical practice (Mehranian and Zaidi, 2015a).
With the advent of simultaneous PET-MR systems, the maximum a
posteriori (MAP) and penalized maximum likelihood (PML) reconstruc-
tion of PET images using MRI anatomical penalty functions has also
gained attention to reduce noise and PVE and therefore to improve the
quantitative accuracy of the PET images (Bai et al., 2013). These
reconstruction-based techniques, such as Bowsher's algorithm (Bowsher
et al., 2004) aim at smoothing the PET images while preserving their
valid boundaries based on a co-registered MRI anatomical image. Despite
promising results (Vunckx et al., 2012), these reconstruction-based
methods have not gained wide acceptance, largely because of their
vulnerability to mismatches between the anatomical image and the true
activity distribution, which can induce false or suppress true PET fea-
tures. Recently, we proposed a modiﬁed local joint-entropy penalty
function that copes with the issue by relying on both PET and MRI in-
formation and therefore outperforms Bowsher's method in edge
enhancement and preserving PET unique features (Mehranian
et al., 2017).
Given the increasing prevalence of PET-MR imaging, the aim of this
study is thus to maximize the beneﬁts of MRI information in improving
the quantitative accuracy of PET images by exploiting MR-based
anatomical penalty functions to jointly guide the reconstruction of ac-
tivity and attenuation maps during a penalized maximum likelihood
reconstruction of activity and attenuation (P-MLAA) algorithm. As a
result, not only are the PET images corrected for attenuation more
accurately but also they are corrected for PVE. In this study, the perfor-
mance of the proposed P-MLAA was extensively evaluated using realistic
simulation and clinical imaging datasets. The emission-based and atlas-
based AC methods have been previously compared in (Mehranian
et al., 2016a) and (Ladefoged et al., 2016), therefore in this work we
aimed to highlight the increased beneﬁts of MR information in the joint
reconstruction of activity and attenuation images.
2. Material and methods
2.1. Reconstruction of activity and attenuation maps
In the joint reconstruction framework, the PET activity (λ) and
attenuation (μ) maps are jointly estimated by maximizing the penalized
log-likelihood of the λ and μ given the TOF PET measured data (y)
as follows:
bλ; bμ ¼ argmax
λ;μ
(XM
i¼1
XT
t¼1
log pðyitjλ; μÞ þ βRðλÞ þ γXðμÞ
)
(1)
where the probability distribution pðyit jλ; μÞ of the measured data value
in the ith sinogram bin (line of response –LOR) and the tth TOF bin is
modelled using the Poisson distribution with an expected value of
E½yit ¼ ni exp
 

XN
j¼1
lijμj
!XN
j¼1
gijtλj þ rit þ nisit (2)
where ni is the detector normalization factor of the ith LOR, lij is the
intersection length of the ith LOR and the jth voxel, the exponential term
accounts for photon attenuation along the ith LOR, gijt is the geometric
probability detection of annihilation events emitted from the jth voxel
along the ith LOR in tth TOF bin, rit and sit are the expected number of
randoms and scatter coincidences in the ði; tÞth sinogram bin, respec-
tively obtained using a delayed coincidence window and model-based
single scatter simulation. RðλÞ and XðμÞ are penalty functions used to
impose the MR-derived prior knowledge about activity and attenuation
maps. The PET images reconstructed using the standard maximum-
likelihood expectation maximization (MLEM) are usually contaminated
with noise, especially in low-dose or short-time scans. As a result, in
clinical practice the reconstructed images are routinely smoothed using a
Gaussian kernel, which notably reduces noise but at the expanse of
deteriorating image resolution and increasing the PVE. The penalty
function RðλÞ is therefore designed such that it suppresses noise in PET
activity images, based on the local differences between neighbouring
voxels, but it preserves valid boundaries and even recovers lost features,
based on an anatomical MR image. In this study, we used an anato-
functional penalty function for activity images, derived from the local
approximation of the joint Burg entropy (Mehranian et al., 2017). This
penalty function can be described using its partial derivative as follows
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(see Appendix A for more details):
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where N j is a neighbourhood around the jth voxel in which the intensity
differences between voxels j and b are calculated, ξjb and ωjb are the
coefﬁcients that weight the intensity differences based on their proximity
and similarity, respectively. In this study, the proximity coefﬁcients were
deﬁned as the inverse of the Euclidean distance between the jth and bth
voxels. The similarity coefﬁcients are derived from the joint probability
distribution (PDF) of the PET image (λ) and the MRI anatomical image
(θ). The joint PDF is approximated using the Parzen density estimation
with a bivariate Gaussian (G ) window function with standard deviations
(bandwidths) of σλ and σθ. The role of ωjb is to assign lower weights or
penalty on the local differences that are associated with a boundary
identiﬁed uniquely from the PET image or commonly from both PET and
MRI images. In PET unique boundaries, the MR-derived Gaussian kernels
in ωjb are uniform, whereas in shared boundaries they have the same
structural similarity as in PET-derived kernels, irrespective of image
contrast and signal intensity. Therefore, the multiplication of the kernels
will preserve the PET unique boundaries and encourage the formation of
shared ones.
For the attenuation map the following spatially constrained log-
Gaussian penalty function was employed:
XðμÞ ¼
X
j2S
logG

μj; μs; σs

(4)
where S is the set of soft tissue voxels identiﬁed from the segmentation of
an MRI anatomical image μs and σs are the expected value and standard
deviation of attenuation coefﬁcients of the soft tissue class. This penalty
function penalizes particularly large deviations of the estimated soft
tissue attenuation values from their expected value, as a result, the noise
and cross-talk artifacts are substantially suppressed and the scaling issue
of the joint reconstruction is effectively solved. By this penalty function,
the attenuation estimation of other tissue classes that do not have signal
intensity in the MR images such as bone and internal air cavities remains
unconstrained.
2.1.1. Optimization
The simultaneous maximization of the problem in (1) is not
straightforward, hence an alternating optimization is performed by
maximization with respect to λ while keeping μ constant and vice versa
(Rezaei et al., 2012). The PET and attenuation optimization steps were
respectively solved using P-MLEM with Green's one step late (OSL)
(Green, 1990) and a penalized maximum likelihood transmission to-
mography (P-MLTR) algorithm. The algorithm repeats the steps deﬁned
in Eqs. (5–8).
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where bit ¼ rit þ nisit is the expected value of the background co-
incidences in the ði; tÞth sinogram bin, gij ¼
P
t
gijt , yi ¼
P
t
yit and bi ¼P
t
bit are TOF-integrated quantities and α> 0 is a step size parameter.
Three constraints were used for the estimation of the attenuation co-
efﬁcients: i) a non-negativity constraint, []þ, which sets negative values
to zero, ii) a background constraint to impose background air attenuation
coefﬁcients and iii) insertion of the patient couch attenuation co-
efﬁcients. In (5), the attenuation factors are calculated from a current
μ-map and are used for the reconstruction of activity in (6) using a TOF
OSL-P-MLEM algorithm. Then in (7), the current estimate of the mean
emission data sinograms is calculated from the current activity estimate,
but without background coincidences. Finally, the attenuation map is
reconstructed using a P-MLTR algorithm in (8). In the case of having no
penalty function on attenuation estimation (i.e. γ ¼ 0) the P-MLTR al-
gorithm becomes the maximum likelihood transmission tomography
(MLTR). The attenuation reconstruction was initialized using the MR
segmentation-based attenuation map used currently in clinical practice
(see the next section for details), while the activity reconstruction was
initialized by a uniform map.
In this study, several reconstructionmethodswere evaluated including
i) the conventional MLEM PET image reconstruction using CT-derived
attenuation maps (CTAC) and MR-segmentation based attenuation maps
(MRAC), hereafter referred to as MLEM-CTAC and MLEM-MRAC, ii) the
MR-guided P-MLEM PET image reconstruction using CTAC and MRAC
methods, hereafter, P-MLEM-CTAC and P-MLEM-MRAC, iii) the MLAA
algorithm, iv) the proposed P-MLAA algorithm using MRI information to
improve the attenuation estimation, hereafter P-MLAAþ, and to improve
both PET image reconstruction and attenuation estimation, hereafter, P-
MLAAþþ. The proposed activity penalty functionRðλÞwas used for both P-
MLAAþ and P-MLAAþþ reconstruction. The PET images reconstructed
usingMLEM-CTACwere used as a reference for those reconstructed using
the MLEM-MRAC, MLAA and the P-MLAAþ algorithms, whereas the PET
images reconstructed using P-MLEM-CTAC were considered as the refer-
ence for the PET images of the P-MLEM-MRACandP-MLAAþþ algorithms.
Table 1 further summarizes the list of the considered reconstruction and
attenuation correction methods together with their reference methods.
The performance of these reconstruction methods was extensively eval-
uated using 3D realistic simulations and clinical datasets, as described in
the following sections.
2.2. Simulations and clinical PET/MR/CT data
2.2.1. Numerical simulations
To quantitatively evaluate the performance of the reconstruction
Table 1
List of the reconstruction and attenuation correction methods considered in this study
together with their reference method.
Reference MLEM-CTAC P-MLEM-CTAC
Methods MLEM-MRAC P-MLEM-MRAC
MLAA P-MLAAþþ
P-MLAAþ
MLEM: Maximum likelihood expectation maximization.
P-MLEM: Penalized MLEM with an activity penalty function.
MLAA: Maximum likelihood reconstruction of activity and attenuation.
P-MLAAþ: Penalized MLAA with an attenuation penalty function.
P-MLAAþþ: Penalized MLAA with attenuation and activity penalty functions.
CTAC: CT-based attenuation correction.
MRAC: MR-segmentation based attenuation correction.
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methods with respect to a ground truth, realistic analytical simulations
were performed using a brain phantom obtained from the BrainWeb
phantom (Cocosco et al., 1997) and a model of the geometry of the
Siemens PET/CT (mCT) scanner with TOF capability. As shown in Fig. 1,
the brain phantom was simulated as an [18F]ﬂuorodeoxyglucose (FDG)
PET scan with 3 to 1 mean activity concentration ratio in grey matter
(GM) to white matter (WM). The ﬁgure also shows the corresponding
T1-MR, CTAC (true) and MRAC attenuation maps. To simulate the
functional and anatomical inconsistencies between PET and MR images,
two PET unique lesions were introduced in the true activity images (see
arrows in Fig. 1). In addition, a few regions of the brain were uniquely
removed from the MR image. To simulate PVE and noise in the MR
image, the simulated MRI phantom was smoothed using a Gaussian
kernel, 3 mm full width at half maximum (FWHM) and contaminated by
Gaussian noise with standard deviation equal to 1% of the largest voxel
intensity. The true attenuation map consists of air, soft tissue and bone
tissue classes, with linear attenuation coefﬁcients (μ) of 0, 0.098 and
0.13 cm1, respectively, while the MR-derived attenuation map consists
of the air and soft tissue classes with μ-value of 0 and 0.096 cm1,
respectively. Note that it was assumed that the μ assigned to the soft
tissue of the MRAC map is not patient-speciﬁc and slightly different from
the true μ of soft tissue. The true attenuation was derived from a
high-resolution anatomically segmented model provided in the Brain-
Web phantom. An attenuation coefﬁcient of 0.098 cm1 was assigned to
soft tissue structures (such as grey matter, while matter, CSF, vessels,
muscles, fat, and so on), an attenuation coefﬁcient of 0.13 cm1 was
assigned to bony structures (such as dura matter, skull) whereas 0 cm1
was assigned to air cavities and background air. The ﬁeld of view (FOV)
andmatrix size of the resulting high-resolution phantomwasmodiﬁed by
zero-padding and down sampling of the phantom to the FOV and matrix
size of the mCT scanner.
The 3D simulations were performed for the mCT scanner with the
following speciﬁcations: 4 block rings of 32448 crystals with dimensions
of 4  4  20 mm3, effective detector radius of 437.2 mm, coincidence
window width of 4.06 ns with a nominal TOF timing resolution of 580 ps
and the sinogram size of 400 radial bins, 168 angular projections, 621
sinogram planes (in 9 segments with span 11) and 13 TOF bins. The CT
subsystem is a 128-slice CT scanner (SOMATOM Deﬁnition ASþ) with an
extended transaxial FOV of 780 mm. Due to the high reconstruction time
of TOF data, particularly over multiple noise realization used for bias
variance analysis (see next section), for our simulations only 3 segments
were considered, leading to sinograms of 303 planes, which reduced the
reconstruction time by 50%. The prompt emission sinograms were ob-
tained by the attenuated and normalized TOF forward projection of the
true activity and were contaminated with simulated TOF randoms and
scatter coincidences. The attenuation factors were obtained by the non-
TOF forward projection of the true attenuation map. The normalization
factors were simulated by a 5% random ﬂuctuation of detector efﬁciency.
The scatter sinograms were simulated by smoothing of the emission
sinograms of segment zero (direct planes) in the radial, angular, and TOF
directions with a Gaussian kernel of 20 cm, 8 radians, 660 ps FWHM,
respectively. The simulated 2D scatter sinograms were then extended to
3D sinograms using inverse single slice rebinning (iSSRB). The randoms
sinograms were simulated as Poisson noise with a constant mean value.
In our simulations, a 100 million count PET scan with scatter and ran-
doms fractions of 10% and 35% were considered.
2.2.2. PET/CT and MRI data acquisition
In this study, the PET/CT and MRI brain datasets of 8 patients,
scanned at Geneva University Hospital, were employed for the perfor-
mance evaluation of the MLEM-MRAC, MLAA and P-MLAAþ recon-
struction methods with respect to their reference MLEM-CTAC method
and that of the P-MLEM-MRAC and P-MLAAþþ with respect to their
reference P-MLEM-CTAC method. The patients were referred for FDG
PET imaging with clinical indications of epilepsy and dementia and
scanned 20 min after injection of 210.2 ± 13.9 MBq [18F]FDG. A low-
dose CT-scan was also performed for the CT-based attenuation correc-
tion of PET data with 120 kVp and 20 mAs. The patients also underwent
diagnostic MR imaging on a 3T Siemens MAGNETOM Skyra scanner. The
MRI scans included a 3D T1-weighted magnetization prepared rapid
gradient-echo, MPRAGE (TE/TR/TI, 2.3 ms/1900 ms/970 ms, ﬂip angle
8, NEX ¼ 1, voxel size 0.8  0.8  0.8 mm3) and a multi-slice 2D T2-
weighted turbo spin-echo, TSE (TE/TR, 100 ms/6200 ms, NEX ¼ 2,
voxel size 0.4  0.4  4 mm3). The study was approved by the institu-
tional review boards and the research ethics committee. Written
informed consent was obtained from all study participants.
2.3. Attenuation map generation and image reconstruction
For each clinical dataset, three types of attenuation map and two
types of scatter sinograms were generated. The attenuation maps were
obtained using CTAC, MRAC and emission-based methods and the scatter
sinograms were estimated using single scatter simulation based on CTAC
and MRAC maps. The CTAC maps were generated by converting the CT
Hounsﬁeld units to 511-keV attenuation coefﬁcients using a kVp-
dependent bilinear mapping approach (Carney et al., 2006). The result-
ing high resolution continuous attenuation maps are then matched with
the FOV of PET and downsized to a resolution of 400  400 with voxel
size of 2.04  2.04  2.03 mm3. Finally, they were smoothed to the
resolution of PET images using an isotropic Gaussian kernel
(4 mm FWHM).
For the MR-based AC and MR-guided PET image reconstruction, the
T1-and T2-weighted MR images of each patient were registered to the
space of a previously reconstructed PET image using the Hermes
Figure 1. The FDG simulated brain phantom including the T1-weighted MR image and the true and MR-segmentation-based attenuation maps, shown in sagittal and transverse views. The
arrows indicate the simulated functional and anatomical inconsistencies between PET and MR images.
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multimodality brain registration software (Hermes medical solutions AB,
Sweden). The normalized mutual information was used as a similarity
metric and a multi-resolution method with a gradient descent optimizer
was used for registration of MR to PET images. The CT images acquired
on the mCT PET-CT scanner were already registered to the PET images.
The resolution and FOV of the registered MR images were matched to
their corresponding CT images using the Elastix registration tool (Klein
et al., 2010). For MRAC, a two tissue class attenuation map including
background air and soft tissue was considered. The T1-weighted MR
images were segmented for soft tissue using a heuristically deﬁned
threshold. Water-containing tissues such as eyes and the brain's ventricles
usually have long T1 and T2 relaxation times, which appear dark and
bright in T1 and T2-weighted images, respectively. To include such tis-
sues into the soft tissue class, the T2MR images were used to complement
the T1 images. Note that in both T1 and T2 images the tissues with short
T2 relaxation time such as bones or low proton density such as air appear
dark and without signal. The background air tissue class was segmented
by thresholding of the reference CTAC images in order to reduce the
mis-registration errors between MRAC and CTAC maps. The resulting
background mask were slightly dilated using a morphological ﬁltering
operator to compensate for any under-segmentation raised by thresh-
olding. For each patient, an additional unknown tissue class was then
deﬁned as the complement of the segmented soft tissue and background
air, which included the regions of the MR images that were of low signal
intensities such as bones, air cavities and susceptibility artifacts. To
generate the two-class MRAC maps, the μ-values of 0, 0.0975 cm1 and
0.0975 cm1 were assigned to the background air, soft tissue and the
unknown tissue classes, respectively. The resulting MRAC maps were
then smoothed using a 4 mm Gaussian kernel. The Siemens e7 tools were
used to generate TOF scatter sinograms using the CTAC and MRACmaps.
The resulting segment-zero sinograms were extended to fully 3D sino-
grams using the iSSRB algorithm. The normalization and smoothed
randoms sinograms were also generated using the Siemens e7 tools.
For the emission-based estimation of activity and attenuation using
the MLAA algorithm and its MR-guided variants, the activity images,
attenuation maps, attenuation factors and scatter sinograms were
respectively initialized by a uniform matrix of ones, the MRAC maps,
MRAC-derived attenuation factors and MRAC-based scatter sinograms.
For the P-MLAA methods, the soft tissue set, S, of the penalty function
deﬁned in eq. (4) was set to the same as the one obtained from the
segmentation of the MR images. The parameters of this penalty function
were set to μs ¼ 0:0978 cm1 and σs ¼ 0:0015 cm1 for both simulations
and clinical reconstructions. These parameters were calculated as the
mean and standard deviation of soft tissue attenuation coefﬁcients
derived from the averaging of single CT-based soft tissue attenuation
coefﬁcients of a population of patients (14 brain scans). For each patient,
the single soft tissue coefﬁcients were obtained from averaging of the
attenuation coefﬁcients of all voxels in the soft tissue class. The emission-
based reconstruction methods are composed of two reconstruction steps:
i) activity reconstruction using MLEM or P-MLEM and ii) attenuation
estimation using MLTR or P-MLTR algorithms. In all of our studied re-
constructions of both simulations and clinical datasets, the following
reconstruction parameters were used, number of global iterations: 100,
number of MLEM/P-MLEM updates: 2, number of MLTR/P-MLTR up-
dates: 3, α ¼ 1. For penalized reconstructions, the window size, N j, of
the local joint entropy penalty function was set to 5  5  5, for simu-
lation the bandwidth parameters of the penalty function were set to σθ ¼
5 and σλ ¼ 0:5, while for clinical datasets, they were set to σθ ¼ 5 and
σλ ¼ 1. The regularization parameters of the activity and attenuation
penalty functions were set to β ¼ 100 and γ ¼ 0:025 for simulations and
β ¼ 1000 and γ ¼ 0:1 for the clinical imaging datasets.
2.4. Evaluation metrics
The quantitative performance and convergence properties of the
reconstruction methods were evaluated using the simulation. For this
purpose, a region-of-interest (ROI) based bias-variance analysis was
performed using 10 Poisson noise realizations. Three ROIs were deﬁned
from the true activity maps including: white matter (WM), grey matter
(GM) and tumours. The normalized absolute bias in each ROI was
calculated as:
Bias ¼ 100 1
NROI
X
j2ROI
λj  λrefj 
λrefj
(9)
where λj ¼ 1Nr
PNr
r¼1λ
r
j represents the ensemble mean value of each voxel
calculated for all Nr noise realizations. NROI is the total number of voxels
in the ROI. λref is a reference PET (or ground truth) image. For simula-
tions, the true activity was considered as reference PET image, while for
the clinical studies, PET images corrected using CTAC attenuation maps
were considered as reference images. The variance was calculated using
the average of the pixel-level coefﬁcient of variation (COV) for each ROI:
COV ¼ 100 1
NROI
X
j2ROI
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1
Nr1
PNr
r¼1

λrj  λj
2r
λj
(10)
For the clinical datasets and a single noise realization of simulation
data, the quantitative performance of the algorithms was evaluated using
the following relative quantiﬁcation error in the estimated activity in a
given ROI:
Error ¼ 100 1
NROI
X
j2ROI
λj  λrefj
λrefj
(11)
For simulations, the same GM, WM and tumour regions were used,
while for each of the clinical datasets, 14 circular volumes of interest
(VOIs) were deﬁned on different regions of the brain using the co-
registered T1-weighted MR images. The VOIs included frontal, tempo-
ral and occipital lobes, cerebrum, caudate nucleus, thalamus, putamen
and brain stem. The correlation between the reconstructed activity im-
ages using the MLEM-MRAC, MLAA and P-MLAAþ and their reference
MLEM-CTAC images and between those reconstructed by P-MLEM-
MRAC and P-MLAAþþ and their reference P-MLEM-CTAC images were
using scatter plots.
3. Results
3.1. Simulations
Fig. 2 compares the activity and attenuation maps of the brain
phantoms reconstructed/derived using different methods together with
their reference maps. The activity and attenuation proﬁles also compare
the performance of the algorithms along the dashed lines. The PET im-
ages reconstructed using the MLEM, MLAA and P-MLAAþ algorithms
have been smoothed using an isotropic Gaussian smoothing with 4 mm
FWHM. The results show that the un-regularized reconstructions at the
top of the ﬁgure suffer from noise and PVE and therefore deviate from the
piece-wise smooth true activity image. However, the PET images
reconstructed using the P-MLEM and P-MLAAþþ algorithms show
reduced noise and enhanced boundaries, as these algorithms exploit the
MRI anatomical information using the local joint Burg entropy function
in Eq. (3). By design of the simulation, the T1-weighted MR image has
both functional and anatomical mismatches compared to the true PET
image, in terms of the tumour and frontal lobe region of the brain.
Despite these mismatches, the employed penalty function is able to
address them compared with the conventional anatomical penalty
functions that suppress the tumour and induce pseudo edges in the
PET images.
The results of the attenuation map estimation from emission data also
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show that the MLAA, P-MLAAþ and P-MLAAþþ algorithms can estimate
the bone tissues, which are missing in the MRAC maps, however, as can
be seen, the attenuation values of soft tissue have been underestimated
using the MLAA algorithm, which can be attributed to the scaling issue
and therefore instability of the algorithm. Whereas the P-MLAA algo-
rithms exploit MR-derived soft tissue constraints using the penalty
function in Eq. (4). The proﬁles also show that the MLAA algorithm re-
sults in underestimation of soft tissue μs, which in turn gives rise to
under-correction and underestimation of the tumour's estimated activity.
The activity proﬁles show that the MLEM-MRAC algorithm also leads to
underestimation of true activity as in the employed attenuation maps,
bone tissue is replaced by soft tissue. It is also noticeable that the
attenuation map of the P-MLAAþþ algorithm is slightly noisier than that
reconstructed by the P-MLAAþ algorithm. The reason is that in P-
MLAAþþ the MRI information is used to suppress noise in the activity
image. This means that the difference between the calculated and
measured projection data in Eq (8) will in fact contain greater noise,
which in turn manifests in the reconstructed attenuation maps. In the
supplementary material Fig. 1, the reconstructed images have been
further compared in coronal views. Fig. 3 (left column) shows the per-
formance of the algorithms in terms of quantiﬁcation errors with respect
to the true activity, deﬁned in Eq. (11), as a function of iteration number
for the GM, WM and tumour regions of the brain phantom.
The results show that the MLAA algorithm and the PET images cor-
rected using the MRAC method show the highest quantiﬁcation errors,
whereas those reconstructed by the P-MLAA and MLEM/P-MLEM-CTAC
algorithms show the least errors. These results were calculated for a
single noise realization. The bias-variance performance of the algorithm
over 10 noise realizations is shown in Fig. 3 (right column) for the three
regions of interest. As can be seen for the high-activity regions such as the
GM and tumours, with increasing iteration number, the bias of the esti-
mated activity in the ROIs is reduced, while the variance (COV) is
increased in the case of un-regularized reconstruction methods. In the
WM region, after a certain number of iterations the bias is not reduced
but rather increases, which can be attributed to the bias due to noise in
such low-uptake regions of the FDG PET scans. It is noticeable that the
bias-variance curves of the P-MLAAþ and P-MLAAþþ algorithms even-
tually approach to their reference curves of the MLEM-CTAC and P-
MLEM-CTAC algorithm, especially in the GM and WM regions. Overall,
these simulation results show that the proposed P-MLAAþþ algorithm
exploits the MRI information to improve the PET image by simultaneous
attenuation and PVE correction (less bias) and it approaches the best
preforming P-MLEM-CTAC algorithm.
3.2. Clinical studies
Figs. 4 and 5 show the reconstruction results of two representative
clinical datasets. The un-regularized PET reconstructions were post-
smoothed using a 4-mm FWHM Gaussian kernel. The unﬁltered MLEM-
CTAC PET images have also been shown to highlight the importance of
smoothing or regularization especially when the PET images are recon-
structed using a high number of iterations of the MLEM-type algorithms.
Note the P-MLEM-MRAC results have not been shown in these ﬁgures.
The results show that the inclusion of MRI anatomical information into
Figure 2. The reconstruction results of the brain phantom. Top: the activity maps estimated using different reconstruction and attenuation correction methods. Bottom: T1-weighted MRI
and reference CTAC and different attenuation maps estimated using MRI-segmentation and emission-based methods. The activity and attenuation maps are shown in the same display
windows as in Fig. 1.
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PET image reconstruction can not only suppress noise and PVE but also
recover some details that cannot be recovered from PET data due to the
intrinsically limited resolution of PET scanner.
The attenuation maps reconstructed by the MLAA algorithm show
noise and slightly over-estimated attenuation values in soft tissue regions
of the brain, while those reconstructed by the P-MLAA algorithms are
closer to the reference CTACmaps. Nonetheless, the MLAA algorithm has
well recovered air cavities and bones. As a result, the MLAA and P-MLAA
reconstructions achieve notably improved qualitative performance over
the MLEM-MRAC algorithm (see their quantitative performance at the
end of this section). Supplemental Figs. 2 and 3 show the same results for
two additional patients, where the P-MLAAþþ algorithm consistently
outperformed other algorithms in noise reduction and attenuation and
PVE correction.
Fig. 6 compares the attenuation maps obtained from the studied AC
methods for the same dataset shown in Fig. 4 in sagittal, transverse and
coronal views with the reference CTAC and T1-weighted MR images. As
shown, the emission-based AC methods can reasonably well estimate
bones and air cavities and thus improve upon the MR-segmentation
based AC method that substitutes them with the μ-value of soft tissue.
It is also noticeable that the performance of the emission-based AC
methods depends on the count level, which is more pronounced at the
bottom edge of the MLAA attenuation maps in the sagittal and coronal
view. In fact, due to lower sensitivity of the scanner as the edges of the
axial FOV, the emission data are noisier and therefore the estimated
attenuation maps are noisier.
Fig. 7 compares the mean attenuation values of air cavities, soft tissue
and bones estimated by difference AC methods for the simulated brain
phantom and the eight patient datasets. Table 1 in the supplementary
material provides mean and standard deviation of the attenuation values.
The internal air, soft and bone tissue classes were obtained from the co-
registered reference CTAC attenuation map using simple thresholding-
based segmentation. For each patient, the patient's bed was removed
using an interactive graphical interface and then background air was
segmented using a threshold of 0.001 cm1 subject to a hole ﬁlling
operator. The bones and internal air cavities were segmented using
Figure 3. Left column: The quantiﬁcation errors of the activity reconstructed with the studied methods as a function of iteration for different regions of the brain, for a single noise
realization. Right column: bias-variance analysis of the methods for 10 noise realizations.
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thresholds of 0.03 and 0.11 cm1, respectively. Finally the soft tissue
class was identiﬁed as a complement of the bone and air tissue classes. In
the studied 2-class MRAC method, air cavities and bones were assigned
with attenuation coefﬁcients of soft tissue. The results show that all the
emission-based AC methods overestimate the mean attenuation co-
efﬁcients of air cavities in the considered patient. Note in the top graph of
Fig. 7, the range of attenuation coefﬁcients was set to level of 0.05 cm1.
The results show that the MLAA algorithm underestimates the soft tissue
attenuation values in the brain phantom, while it overestimates them in
all patient datasets. The P-MLAA algorithms perform almost equally in
the estimation of soft tissue μ-value with a slight overestimation of
μ-values of the patients 5 onward. For all clinical datasets, the mean of
soft tissue μ-values for the CTAC, MRAC, MLAA, P-MLAAþ and P-
MLAAþþ methods were 0.097, 0.096, 0.105, 0.098 and 0.098 cm1,
respectively. Note that the attenuation maps were smoothed using an
isotropic 4 mm Gaussian ﬁlter, therefore the μ-values of MRAC method
show some variations due to PVE at the air soft-tissue interfaces. The
results for bone tissue show that the emission-based ACmethods can well
estimate bone μ-values compared to the MRAC method that ignores
bones in the AC maps. However, in overall they slightly underestimate
bones. For all clinical datasets, the mean of bone μ-value for the CTAC,
MRAC, MLAA, P-MLAAþ and P-MLAAþþ methods were 0.136, 0.096,
0.130, 0.130 and 0.128 cm1, respectively.
The quantitative performance of the different reconstruction methods
were compared with their reference method. As mentioned earlier,
MLEM-CTAC was used as a reference for MLEM-MRAC, MLAA and P-
MLAAþ methods, while the P-MLEM-CTAC was used as a reference for
the P-MLEM-MRAC and P-MLAAþþ methods. The reason is that the
incorporation of theMRI anatomical informationmodiﬁes both noise and
convergence properties of the reconstructed PET images, therefore it is
advisable to use two Fig. 8 shows the voxel-wise error maps of the
reconstructed PET images of the patient datasets shown in Figs. 4–5,
calculated according to Eq. (11). The results show that the PET re-
constructions with MR-based attenuation correction suffer from a sub-
stantial underestimation of tracer uptake especially in close vicinity of
the bone. It is noticeable that the application of MRI anatomical penalty
functions in the P-MLEM algorithms does not compensate for the tracer
underestimations caused by inaccurate attenuation correction. The error
map of the MLAA algorithm shows that this algorithm results in some
regional overestimation of the tracer uptake, due to overestimation of
soft tissue attenuation values, whereas the P-MLAA algorithms can
notably reduce the errors. Again, the applied MRI anatomical penalty
function in P-MLAAþþ algorithm has no inﬂuence on error reduction. In
Fig. 8.A, it is noticeable that the P-MLAA algorithm, and to some degree
the MLAA algorithm, have resulted in positive errors in the vertex of the
skull, which is due to overestimated bone attenuation coefﬁcients, as
show in Fig. 4. These errors are mainly due to the lower sensitivity of the
PET scanner and count level at the edge of the axial FOV, which affect the
performance of these emission-based AC methods.
Fig. 9 compares the quantitative performance of the algorithms in
terms of the mean quantiﬁcation errors in different regions of the brain
among all 8 patients. Table 2 supplementary material also summarizes
the mean and standard deviation of the errors in each region. The results
show that the attenuation correction using the MRAC method results in a
considerable error in most areas of the brain while the emission-based
methods signiﬁcantly reduce the errors by estimating bone μ-value and
Figure 4. The reconstruction results of the studied reconstruction and attenuation estimation methods for an FDG brain PET scan. The PET images of the (P-)MLEM-CTAC, (P-)MLEM-
MRAC, MLAA and P-MLAA algorithms are shown after smoothing using a 4-mm-FWHM Gaussian ﬁlter. The attenuation maps are also smoothed using the same ﬁlter.
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air cavities. However, it is noticeable that the MLAA algorithm has
resulted in more than 8% overestimation errors in the cerebellum of the
reconstructed PET images. The results showed that overall the MLEM-
MRAC, P-MLEM-MRAC, MLAA, P-MLAAþ and P-MLAAþþ algorithms
led to13.5 ± 3.1,13.4 ± 3.1,2.0 ± 6.5,3.0 ± 3.5 and4.2 ± 3.6%
errors, respectively. The MLAA algorithm achieved lower mean errors
but a higher standard deviation of the errors. The root sum of squares
(RSS) of the errors, which includes both mean and variance, showed that
Figure 5. Same as Fig. 4 for another clinical FDG brain PET scan.
Figure 6. Comparison of the attenuation maps of the FDG brain PET study shown in Fig. 4, in sagittal, transverse and coronal views.
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the above methods result in 13.8, 13.7, 6.8, 4.6 and 5.6% RSS error.
Fig. 10 shows the scatter plots of activity in 14 ROIs of the PET images
of all 8 clinical datasets reconstructed using different algorithms versus
their reference PET images reconstructed using MLEM-CTAC and P-
MLEM-CTAC algorithms. The ﬁgure also presents the linear regression
plots illustrating the correlation between the tracer uptakes. The results
show that the PET uptake values of the P-MLAAþ and P-MLAAþþ algo-
rithms are highly correlated to CTAC PET values over all brain regions
with R2 ¼ 0.987 and R2 ¼ 0.984, respectively. The regression lines
showed that the MRAC method achieves the lowest R2 of 0.944 and a
regression line with slope of lower than one due to tracer uptake
underestimations.
4. Discussion
With introduction of simultaneous PET-MR scanners in clinical
practice, the development and evaluation of novel reconstruction
methods that exploit MRI anatomical information for improving PET
image quality and quantitative accuracy are of high importance. In this
study, we proposed a joint PET activity and attenuation reconstruction
algorithms that combines the efforts directed toward MR-guided PET
partial volume and attenuation correction using state-of-the-art recon-
struction algorithms, where MRI anatomical information is used to
improve both activity reconstruction and emission-based attenuation
estimation.
Our simulation results showed that our proposed anato-functional
penalty function effectively exploits both MRI and PET information in
order to reduce noise in the PET images while preserving their
Figure 7. Mean attenuation values of air cavities, soft tissue and bone calculated for the
brain phantom and patient datasets using the studied AC methods.
Figure 8. The voxel-wise error maps of the reconstructed PET images of the patient datasets shown in (A) Fig. 3 and (B) Fig. 4.
Figure 9. Mean of PET quantiﬁcation errors in 8 brain regions calculated over all patients
for the different AC methods with respect to reference MLEM-CTAC and P-MLEM-
CTAC methods.
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anatomical boundaries and unique lesions. In (Mehranian et al., 2017),
we demonstrated that this penalty function can outperform
state-of-the-art anatomical penalty functions that often rely on only
T1-weighted MR images. The performance of this penalty function de-
pends to a large extent on the selection of the bandwidth parameters, σλ
and σθ, which control the shape of Gaussian similarity kernels used in the
penalty function. In addition, due to differences in signal intensity of the
PET and MR images, these parameters should be chosen appropriately
with respect to the magnitude of the edges. Similarly, for different PET
radiotracers and MR sequences, these parameters vary and need to be
adjusted. As the MR images are reconstructed before the PET images, it is
possible to perform the intensity normalization of each subject's MR to a
reference MR with adjusted σθ. In our simulation and clinical data
evaluation, we heuristically found these parameters for a few re-
constructions and used the same parameters for all datasets as reported
earlier. The results of attenuation map estimation showed that the
application of the soft tissue preference penalty function can effectively
reduce noise, possible cross-talk artifacts and the scaling of the recon-
structed attenuation and activity maps. However, the regularization
parameter, γ, of this penalty function should be chosen high enough in
order to penalize the large deviations of the estimated soft tissue μ-values
from their expected value. In (Mehranian and Zaidi, 2015b), we showed
that as γ goes to zero the proposed algorithm reduces to the
MLAA algorithm.
The evaluation of the AC methods using the clinical datasets also
demonstrated that the exclusion of the bone tissue in attenuation
correction of brain PET data can signiﬁcantly underestimate the tracer
concertation, especially in the regions close to the bone. For the simu-
lated dataset, the MLAA algorithm underestimated the soft tissue's
attenuation values while for the clinical datasets, it showed an over-
estimation. This discrepancy can be attributed to the instability of the
algorithm for different datasets. For the reconstruction of the simulated
datasets, we used the same scatter sinograms that were added to true
sinograms, therefore the scatter correction of the simulated datasets was
perfect, however, for the clinical dataset, the contribution of the scatter
coincidences is approximated using single scatter simulation (SSS) and
their tail ﬁtting to the prompts coincidences measured in the sinogram
bins (or LORs) out of the patient's body contour. In addition, the SSS
algorithm does not take into account the multiple scattering and more
importantly out of ﬁeld of view scatter coincidences. Therefore, the
MLAA algorithm behaved differently for the clinical datasets. It is
interesting to note that for our initial simulations without inclusion of
scatters and randoms, the attenuation and activity maps reconstructed by
this algorithms were free of scale and matched their true maps. As
mentioned before, the MRAC maps were used for the estimation of the
scatter sinograms used during MLAA and P-MLAA algorithms. In (Burgos
et al., 2014b), it has been shown that there is a negligible difference
between the scatters simulated using UTE MR-segmentation based
(which includes bones), atlas-registration based and CT-based AC
methods. However, in this study, we noticed that the accurate segmen-
tation of the MR images for the body contour is of high importance for
accurate tail ﬁtting of the simulated scatter sinograms. The reason is that
the LORs outside of the body contour are usually identiﬁed from a
sinogram mask obtained by the forward projection of the attenuation
maps in which the scanner's bed has been removed. Therefore, if the body
contour is under-segmented, the tail ﬁtting and scaling of the simulated
scatters will be substantially inaccurate, as the sinogram mask will also
include the LORs passing through the subject's body, while
over-segmenting the body contour will not result in signiﬁcantly erro-
neous tail ﬁtting. To avoid mis-registration between CT and T1-weighted
MR images of the patients of our study, the contours of the soft tissue
class of the MRAC maps were obtained from the segmentation of the
CTACmaps using a simple thresholding. In supplemental materials Fig. 4,
the impact of under-segmentation of the body contour on the scaling of
scatter proﬁles has been shown. In a few cases for our clinical datasets,
we noticed that thresholding of the CTAC map can lead to
under-segmentation of the CTAC map, given their lower resolution and
PVE at the air/soft tissue interfaces.
Our clinical results for eight patient datasets showed that the MRAC
and P-MLAAþ algorithms lead to, on average, 13% and 3% quantiﬁ-
cation errors over different regions of the brain. Previously in (Mehra-
nian et al., 2016a), we evaluated the quantitative performance of these
methods with an atlas-based AC method using 14 patient datasets. It was
found that the MRAC and the P-MLAAþ (in that study, named as
MLAA-GMM) algorithms lead to, on average, 16% and 13% quanti-
ﬁcation errors over different regions of the brain. In that study the PET
images were reconstructed by a clinical standard protocol which con-
sisted of 3 iterations and 21 subsets and PSF resolution modelling. The
attenuation maps of the P-MLAAþ algorithm were reconstructed using
120 updates. The resulting attenuation maps were then used for the
clinical standard image reconstruction. While in this study, the activity
images and attenuation maps were reconstructed in 200 and 300 up-
dates, consistent among the studied reconstruction methods. Another
reason for the improved results of the P-MLAAþ algorithm in this study is
that the erroneous scatter estimations were corrected by improving the
body contour of MRAC maps, as described above.
The results showed that despite of the fact that the MLAA algorithm
overestimated the soft tissue attenuation values in the patient datasets
considered, the average PET quantitative performance of the algorithm is
far better than the MRAC method and close to the P-MLAA algorithms.
This might be attributed to the fact that the impact of bone μ-value
underestimated by this algorithm is counteracted by overestimated soft
tissue μ-value. However, as a compromise the regional errors are
increased and thus this algorithm showed higher variations in
Figure 10. Scatter and linear regression plots between the tracer uptake in PET images reconstructed using reference MLEM-CTAC and P-MLEM-CTAC maps and those reconstructed using
the different AC maps.
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quantiﬁcation errors. It was also found that the P-MLAAþþ algorithm
results in a slightly increased overall quantiﬁcation error of 4% compared
to the P-MLAAþ algorithm. As mentioned earlier, the incorporation of
MRI anatomical information during PET image reconstruction would
result in the propagation of noise and any mismatch between calculated
and measured emission data into the attenuation map estimation step.
Therefore, as seen in Fig. 5, the attenuation map for of P-MLAAþþ shows
more noise and a trace of the activity (cross-talk artefact), which has
eventually a slightly underestimated attenuation value (see Fig. 7) and
therefore increased error in activity. In this study, we used the same
regularization parameter, γ, of the employed tissue preference penalty
function for both P-MLAA algorithms.
Since the joint reconstruction of attenuation activity depends on
count level, activity distribution and TOF timing resolution, using MRI
information to guide attenuation estimation is important for PET tracers
that have localized uptake distributions (which thus do not match the
spatial support of the attenuation map), as well as for the current clinical
PET-MR scanners whose TOF timing resolution is at best around 400 ps
(Levin et al., 2016), For instance, as shown in Supplemental Fig. 2, the
MLAA algorithm results in high attenuation coefﬁcients at the edge of the
PET axial FOV (neck area), where the scanner's sensitivity and count level
is lower. It is worth noting that for the case of dynamic PET studies with
low count frames, a possible solution is to ﬁrst estimate the attenuation
maps from all data collected in a static PET scan, and then to use the
estimated attenuation maps for the subsequent low-count dynamic
frames. The activity distribution also impacts the accuracy of the esti-
mated attenuation maps, as these emission-based methods rely on the
attenuation experienced by the emission data. Therefore, for tracers with
localized uptake, the success of these AC methods is questionable and
needs further investigation.
This study has some limitations that need to be emphasized. The
performance of the proposed emission-based AC methods was only
compared with the conventional 2-class segmentation based AC method
implemented on the Philips Ingenuity TF PET/MR system. However, for
the case of brain PET-MR imaging, advanced atlas-registration based AC
methods are going to be the method of choice in practice and, as such, the
comparison with these AC methods still needs to be performed. Another
limitation is the fact that the ground truth CTAC attenuation maps used
for our simulations do not take the intra-class variability of attenuation
coefﬁcients into account, which renders the simulations less realistic and
thus limits the validation of the AC methods. The performance of the
proposed MR-guided penalty function depends on the accurate identiﬁ-
cation of the soft tissue label, since any over-segmentation of soft tissue
can suppress the derivation of bone or air μ-values. In this study, we
derived this label using a simple thresholding. Thus, the regions of low
MRI signal were identiﬁed as the regions complementing soft tissue and
background air. However, some low-intensity regions might be mis-
segmented as soft tissue. A more robust approach is the utilization and
development of shape-based or multi-atlas segmentation techniques that
shape and accurately identify soft tissues (Aljabar et al., 2009).
5. Conclusion
In this work, we proposed a joint activity and attenuation recon-
struction method that exploits MR anatomical information for improving
the quantitative accuracy of PET images by improved attenuation
correction of PET data and at the same time robust partial volume
correction of the reconstructed PET images. A novel anato-functional
penalty function was employed to guide PET image reconstruction
while a soft tissue preference penalty function was used for the estima-
tion of attenuation maps. Our simulations and clinical results showed
that the proposed joint reconstruction lead to improved quality PET
images based on visual and quantitative evaluations in comparison with
other attenuation correction techniques. It was found the studied joint
reconstruction methods lead to less than 5% error in the PET quantiﬁ-
cation, while the 2-class MR-segmentation based method results in up to
13% errors. Future work would require the evaluation of the proposed
method for non-FDG tracers with localized tracer uptake and for TOF
PET-MRI scanners.
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Appendix A
In this study, we followed the alternative formulation of the Shannon joint entropy prior proposed in Appendix of (Somayajula et al., 2011) in which
the Shannon joint entropy prior is approximated, which is effectively reduced to a joint Burg entropy (see Eq. 32 in the mentioned above reference).
The joint Burg entropy is deﬁned as:
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The above derivative was heuristically modiﬁed by evaluating the summation for the voxels that are in the neighbourhood of the jth voxel and by
including the distance weighting coefﬁcients ξjb, as follows:
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which is similar to the derivative of a weighted quadratic penalty function with a local neighbourhood. In this study, we employed a one-step-late
algorithm, which requires the evaluation of the derivative of the penalty function at previous image update.
Appendix B. Supplementary data
Supplementary data related to this article can be found at http://dx.doi.org/10.1016/j.neuroimage.2017.09.006.
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